[A simple method for imaging disorders of cardiac wall contraction using MRT].
By means of ECG triggering, it is possible to demonstrate various phases of cardiac action. It is then possible to derive a measure for cardiac function. The disadvantage of the method consists of the long measurement period required and the creation of movement artifacts. A method is discussed which would permit the demonstration of normal cardiac movement during a short time span and which reduces artifacts. In order to obtain optimum results, a new sequence of measurements is suggested. This is based on spin-echo sequences and can readily be used with any type of MRT apparatus.